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1A Lifesafer, Inc. 533 560 592 642 699 762 843 789 860 1066 1146 1197 1228 1264 1274 1321 1241 1545 1585 1638 1654 1665 1753 1908 1911
LifeSafer FC100 camera 16 19 45 81 137 183 256 265 341 485 581 619 666 699 731 767 755 1066 1087 1154 1169 1181 1261 1380 1406
LifeSafer FC100 no camera 517 541 547 561 562 579 587 524 519 581 565 578 562 565 543 554 486 479 498 484 485 484 492 528 505
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 420 492 648 809 980 1137 1335 1538 1635 1749 1817 1872 1879 1848 1821 1808 1760 1747 1736 1729 1682 1680 1667 1629 1583
Smart Start 2020 160 245 407 587 773 943 1157 1374 1485 1605 1693 1756 1775 1756 1738 1738 1706 1702 1699 1696 1655 1656 1648 1613 1567
Smart Start 2030 0 0
Smart Start SS1‐1000 260 247 241 222 207 194 178 164 150 144 124 116 104 92 83 70 54 45 37 33 27 24 19 16 16

Consumer Safety Technology, Inc. 0 41 106 202 327 432 524 585 698 806 902 1079 1133 1193 1234 1365 1378 1428 1507 1611 1665 1713 1750 1770 1869
Intoxalock 1001A 0 16 37 80 120 153 183 201 244 276 293 334 346 344 339 327 307 306 318 317 332 330 334 331 337
Intoxalock 1001A Advanced 0 25 69 122 207 279 341 384 454 530 609 745 787 849 895 1038 1071 1122 1189 1294 1333 1383 1416 1439 1532

Draeger Safety Diagnostics, Inc. 658 676 705 723 754 785 823 852 851 866 818 799 776 782 758 744 732 759 731 736 727 620 634 679 710
Draeger XT 658 676 705 723 754 785 823 852 851 866 818 799 776 782 758 744 732 759 731 736 727 620 634 679 710

Interceptor Ignition Interlocks, Inc. 521 558 611 687 764 811 883 973 1064 1100 1183 1245 1300 1357 1408 1444 1474 1509 1543 1557 1572 1257 1237 1125 1068
Interceptor M‐1 521 558 611 687 764 811 883 973 1064 1100 1183 1245 1300 1357 1408 1444 1474 1509 1543 1557 1572 1257 1237 1125 1068
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 47 61 74 88 90 106 106 119 121 121 114 108 110 98 86 82 65 58 52 58 66 61 68 71
Best Labs FR9000 47 61 74 88 90 106 106 119 121 121 114 108 110 98 86 82 65 58 52 58 66 61 68 71

Statewide Interlock Systmes, Inc. 0 4 7 8 9 13 13 14 9 9 11 8 9 9
Alcohol Detection Systems DM‐904 0 4 7 8 9 13 13 14 9 9 11 8 9 9

Grand Total 2132 2374 2723 3137 3612 4017 4514 4843 5227 5708 5987 6306 6428 6561 6601 6777 6680 7066 7174 7332 7367 7012 7110 7188 7221
Totals reflect installations and de‐installations as of 08/31/2012
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Albany 92 109 122 135 156 180 199 201 229 230 238 232 238 244 249 247 254 280 282 274 266 251 246 252 261
Allegany 0 0 1 3 3 5 6 8 11 11 10 10 11 13 12 13 12 13 11 15 15 17 23 23 23
Bronx 1 1 8 12 21 23 29 38 46 52 50 55 51 46 59 60 66 64 71 72 64 65 71 74 76
Broome 21 27 32 39 47 55 67 64 80 80 82 101 98 95 89 94 87 92 94 88 99 102 107 111 110
Cattaraugus 0 4 10 14 25 28 29 31 31 36 35 28 35 38 42 43 39 37 37 33 27 28 31 34 34
Cayuga 1 3 8 10 13 16 16 19 26 25 27 27 24 27 28 28 25 28 35 39 41 39 42 41 42
Chautauqua 0 0 2 4 6 10 16 19 24 27 31 30 31 37 36 35 31 34 35 39 38 41 41 39 37
Chemung 6 11 15 23 31 39 40 41 47 55 62 64 65 68 69 73 71 69 76 85 87 86 85 87 92
Chenango 7 10 11 13 15 17 20 24 27 29 32 32 32 33 32 29 30 30 27 29 34 25 25 26 29
Clinton 12 14 16 16 19 22 30 30 34 42 54 55 59 68 65 65 64 71 77 82 74 63 58 55 54
Columbia 0 3 4 5 9 11 15 14 15 20 20 15 14 11 11 12 13 17 17 18 20 24 24 21 14
Cortland 4 4 6 9 15 17 20 23 22 24 26 26 27 27 29 27 25 27 26 27 29 32 38 36 36
Delaware 1 2 3 3 3 3 3 4 8 11 11 13 14 13 15 10 10 11 9 10 10 7 9 10 12
Dutchess 16 22 27 57 80 97 109 134 143 170 184 196 201 197 192 199 160 174 182 183 188 185 177 179 176
Erie 183 212 259 287 317 364 400 427 434 464 461 468 480 490 477 477 457 447 448 448 447 463 450 462 462
Essex 1 1 2 2 5 5 5 6 6 9 11 14 14 15 15 18 17 17 18 17 21 23 22 20 25
Franklin 1 2 2 5 5 7 8 8 11 11 9 9 9 8 8 10 14 14 18 20 22 19 19 18 19
Fulton 2 2 3 5 5 6 6 8 10 11 11 12 11 10 5 7 11 12 12 15 19 16 16 14 13
Genesee 1 1 5 10 16 21 26 26 30 34 44 51 50 55 52 55 53 48 39 32 34 31 30 31 34
Greene 1 2 2 3 9 11 12 10 12 16 18 19 20 22 21 21 23 24 24 25 23 24 24 26 26
Hamilton 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 3 3 2 2 2 1 0 0 0
Herkimer 0 0 2 2 2 6 6 7 10 11 13 14 17 17 16 16 18 17 21 22 21 18 14 13 10
Jefferson 18 20 26 29 34 40 51 62 61 64 76 80 84 84 92 94 89 85 81 84 84 70 65 65 59
Kings 1 9 10 11 11 15 28 31 39 39 42 55 57 52 58 63 64 59 60 62 65 62 56 54 52
Lewis 4 4 4 5 4 5 6 8 10 9 9 9 8 9 8 8 14 14 16 19 18 17 15 13 12
Livingston 2 3 12 21 25 30 33 39 36 42 44 51 55 54 57 59 57 58 57 61 66 63 65 65 68
Madison 3 4 5 9 12 12 14 17 21 27 28 28 28 29 26 27 28 30 26 30 33 23 22 22 24
Monroe 120 112 126 146 173 212 260 289 322 346 375 402 391 409 423 446 455 458 473 493 480 492 518 511 520
Montgomery 8 9 10 12 13 14 14 17 17 19 20 23 25 23 24 23 21 21 21 22 25 21 23 25 29
Nassau 775 790 821 844 873 893 940 965 1014 1013 1030 1028 1016 1025 1049 1063 1043 1124 1144 1168 1179 1054 1135 1170 1181
New York 3 6 18 26 36 46 61 80 89 116 128 136 144 140 131 140 125 125 124 121 115 116 116 122 116
Niagara 3 6 10 24 36 44 52 59 63 70 72 78 84 91 89 90 89 87 97 100 95 88 87 88 89

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH



AUG 
2010

SEP 
2010

OCT 
2010

NOV 
2010

DEC 
2010

JAN 
2011

FEB 
2011

MAR 
2011

APR 
2011

MAY 
2011

JUN 
2011

JUL 
2011

AUG 
2011

SEP 
2011

OCT 
2011

NOV 
2011

DEC 
2011

JAN 
2012

FEB 
2012

MAR 
2012

APR 
2012

MAY 
2012

JUN 
2012

JUL 
2012

AUG 
2012

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Oneida 23 26 37 51 70 79 84 93 101 106 107 110 115 115 112 110 100 101 102 103 103 85 83 86 94
Onondaga 20 28 32 44 50 52 59 57 61 93 92 103 115 136 122 128 122 121 123 121 121 116 106 103 102
Ontario 6 9 15 18 31 37 46 52 62 80 82 99 99 108 110 116 107 111 101 96 93 95 88 87 102
Orange 15 20 26 42 66 75 94 108 125 156 168 181 188 195 209 228 210 203 211 222 223 214 218 227 229
Orleans 1 2 5 8 9 10 10 11 10 12 15 19 18 21 20 22 19 16 18 18 19 15 16 14 14
Oswego 5 6 9 14 21 25 27 27 27 27 27 26 25 26 29 32 32 34 28 41 42 38 39 35 34
Otsego 12 14 14 17 21 23 27 31 33 39 39 37 38 38 42 38 42 41 38 36 37 31 29 30 29
Putnam 32 38 39 45 46 53 55 55 61 63 67 69 76 75 81 88 84 85 93 97 104 98 95 98 97
Queens 13 24 32 41 59 70 84 100 115 137 147 157 180 179 195 202 222 219 235 241 250 243 254 249 228
Rensselaer 3 4 9 13 21 24 27 27 39 45 60 59 69 71 70 70 66 69 62 59 59 53 51 50 57
Richmond 0 2 4 8 13 19 26 29 33 38 41 43 41 40 37 29 30 37 38 44 47 45 49 46 43
Rockland 7 8 8 17 21 22 32 35 41 45 49 55 61 65 58 57 65 71 74 78 74 67 68 70 68
Saratoga 68 73 85 96 105 111 125 127 133 148 157 167 177 177 180 182 163 158 163 172 185 151 162 165 174
Schenectady 29 34 37 47 54 59 63 69 76 84 90 103 108 112 123 122 130 130 133 133 133 120 122 116 107
Schoharie 1 2 3 4 6 6 7 7 7 9 11 12 12 12 12 14 27 26 25 29 25 21 17 18 19
Schuyler 8 7 8 11 14 14 14 17 16 16 14 15 16 15 13 14 10 10 9 11 13 9 10 12 12
Seneca 0 0 5 7 10 12 16 22 21 22 23 22 18 14 17 17 22 21 21 24 26 27 31 33 36
St. Lawrence 1 1 3 6 9 11 14 18 19 22 22 23 20 17 15 15 16 16 19 19 21 20 17 13 16
Steuben 3 4 4 6 7 11 18 19 26 30 35 38 43 37 37 37 41 42 43 48 55 53 53 51 50
Suffolk 354 390 431 472 518 546 584 604 639 685 711 779 774 805 768 803 789 1009 1031 1044 1043 1000 996 1007 989
Sullivan 1 5 6 12 19 26 28 29 31 46 39 39 40 37 40 50 49 54 60 60 56 50 47 40 41
Tioga 8 12 14 18 20 22 26 31 28 26 26 32 37 37 37 39 38 40 39 43 39 41 39 37 35
Tompkins 26 28 27 38 42 50 54 49 51 57 61 57 52 57 58 62 60 60 67 73 72 80 85 90 92
Ulster 3 5 12 15 24 33 42 46 43 78 85 98 103 103 101 106 105 97 105 115 129 130 130 136 131
Warren 6 7 9 13 14 16 18 20 24 24 27 36 37 37 37 39 40 37 39 40 37 33 33 33 32
Washington 6 7 7 9 12 12 12 14 14 15 10 16 16 17 19 21 24 26 24 23 24 26 27 26 29
Wayne 3 7 11 17 20 25 33 41 45 52 57 63 66 69 62 58 61 64 68 70 72 72 74 72 72
Westchester 187 205 233 245 269 295 340 370 391 414 444 459 461 462 480 490 500 537 505 494 487 482 483 508 527
Wyoming 2 3 4 6 8 10 11 13 14 15 16 15 16 17 18 17 18 17 19 21 19 11 13 12 7
Yates 1 9 11 12 13 14 16 12 12 10 10 11 12 15 18 17 20 24 21 22 18 20 21 17 20
Grand Total 2132 2374 2723 3137 3612 4017 4514 4843 5227 5708 5987 6306 6428 6561 6601 6777 6680 7066 7174 7332 7367 7012 7110 7188 7221
Totals reflect installations and de‐installations as of 08/31/2012
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Albany 92 109 122 135 156 180 199 201 229 230 238 232 238 244 249 247 254 280 282 274 266 251 246 252 261
1A Lifesafer, Inc. 4 9 14 21 30 40 48 46 67 66 70 66 66 69 64 65 63 75 67 59 51 51 50 55 54
LifeSafer FC100 camera 0 0 6 13 22 30 38 39 65 64 68 64 65 68 62 63 61 73 65 57 49 49 48 53 52
LifeSafer FC100 no camera 4 9 8 8 8 10 10 7 2 2 2 2 1 1 2 2 2 2 2 2 2 2 2 2 2
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 2 8 12 13 17 24 30 34 39 46 46 45 50 49 54 54 61 67 75 75 75 79 76 77 82
Smart Start 2020 1 6 10 11 15 22 29 33 38 45 45 44 49 48 53 53 60 66 74 74 74 79 76 77 82
Smart Start 2030 0 0
Smart Start SS1‐1000 1 2 2 2 2 2 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 2 3 5 5 5 8 8 12 11 14 17 25 29 34 38 40 44 49 50 49 53 58
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 2 3 5 5 5 8 8 12 11 14 17 25 29 34 38 40 44 49 50 49 53 58

Draeger Safety Diagnostics, Inc. 7 7 7 6 7 7 8 8 8 7 7 7 5 5 5 5 5 5 5 5 5 5 6 6 7
Draeger XT 7 7 7 6 7 7 8 8 8 7 7 7 5 5 5 5 5 5 5 5 5 5 6 6 7

Interceptor Ignition Interlocks, Inc. 79 83 86 90 95 100 104 105 105 102 102 102 102 103 100 93 90 95 95 91 86 66 65 61 60
Interceptor M‐1 79 83 86 90 95 100 104 105 105 102 102 102 102 103 100 93 90 95 95 91 86 66 65 61 60
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 2 2 3 4 4 4 3 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0
Best Labs FR9000 2 2 3 4 4 4 3 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Allegany 0 0 1 3 3 5 6 8 11 11 10 10 11 13 12 13 12 13 11 15 15 17 23 23 23
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 1 1 1 2 2 2 2 2 1 1 0 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 2 2 3 3 4 4 4 3 2 2 3 3 3 3 4 4 8 8 10 14 14 15
Smart Start 2020 0 0 0 2 2 3 3 4 4 4 3 2 2 3 3 3 3 4 4 8 8 10 14 14 15
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 1 2 3 4 6 6 6 6 7 8 7 8 8 8 7 7 7 7 9 9 8
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 1 1 2 3 4 6 6 6 6 7 8 7 8 8 8 7 7 7 7 9 9 8

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Bronx 1 1 8 12 21 23 29 38 46 52 50 55 51 46 59 60 66 64 71 72 64 65 71 74 76
1A Lifesafer, Inc. 0 0 2 2 5 5 7 7 12 12 11 16 14 9 15 14 20 20 25 28 28 26 26 25 27
LifeSafer FC100 camera 0 0 1 1 4 4 6 6 11 11 11 14 12 8 14 13 19 19 25 28 28 26 26 25 27
LifeSafer FC100 no camera 0 0 1 1 1 1 1 1 1 1 0 2 2 1 1 1 1 1 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 4 8 11 12 16 24 27 32 27 31 29 29 32 32 32 31 29 27 20 24 26 27 27
Smart Start 2020 0 0 4 8 11 12 16 24 27 32 27 31 29 29 32 32 32 31 29 27 20 24 26 27 27
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 4 5 5 6 6 7 11 7 7 7 10 11 11 10 13 14 13 15 19 22 22
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 1 4 5 5 6 6 7 11 7 7 7 10 11 11 10 13 14 13 15 19 22 22

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 3 3 3 0 0 0 0
Interceptor M‐1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 3 3 3 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Broome 21 27 32 39 47 55 67 64 80 80 82 101 98 95 89 94 87 92 94 88 99 102 107 111 110
1A Lifesafer, Inc. 9 8 9 13 13 18 18 16 24 26 26 35 37 30 25 28 28 29 30 26 29 32 33 37 35
LifeSafer FC100 camera 0 0 0 1 1 4 3 3 2 2 0 2 3 3 3 3 4 6 6 8 8 11 12 11 11
LifeSafer FC100 no camera 9 8 9 12 12 14 15 13 22 24 26 33 34 27 22 25 24 23 24 18 21 21 21 26 24
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 4 6 8 12 14 16 14 14 12 9 7 4 5 2 2 1 2 2 2 2 3 3 2 1
Smart Start 2020 0 4 6 8 12 14 16 14 14 12 9 7 4 5 2 2 1 2 2 2 2 3 3 2 1
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 2 3 4 4 5 8 8 11 10 15 26 27 28 32 35 27 28 29 29 35 36 40 45 43
Intoxalock 1001A 0 2 3 4 4 5 7 7 8 7 12 23 24 25 28 30 22 23 24 25 30 31 35 41 38
Intoxalock 1001A Advanced 0 0 0 0 0 0 1 1 3 3 3 3 3 3 4 5 5 5 5 4 5 5 5 4 5

Draeger Safety Diagnostics, Inc. 3 3 3 3 3 3 3 2 3 4 4 4 4 4 4 4 4 4 4 4 4 4 4 4 4
Draeger XT 3 3 3 3 3 3 3 2 3 4 4 4 4 4 4 4 4 4 4 4 4 4 4 4 4

Interceptor Ignition Interlocks, Inc. 9 9 10 10 10 10 11 11 13 13 13 13 13 14 15 15 15 17 18 17 19 10 10 7 7
Interceptor M‐1 9 9 10 10 10 10 11 11 13 13 13 13 13 14 15 15 15 17 18 17 19 10 10 7 7
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 5 5 11 13 15 15 15 16 13 14 11 10 12 12 11 10 10 17 17 16 20
Best Labs FR9000 1 1 1 5 5 11 13 15 15 15 16 13 14 11 10 12 12 11 10 10 17 17 16 20

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Cattaraugus 0 4 10 14 25 28 29 31 31 36 35 28 35 38 42 43 39 37 37 33 27 28 31 34 34
1A Lifesafer, Inc. 0 1 1 2 2 2 2 2 4 4 4 3 3 3 3 3 2 3 2 2 2 1 1 4 3
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 2 1 1 1 1 1 3 2
LifeSafer FC100 no camera 0 1 1 2 2 2 2 2 3 3 3 2 2 2 2 2 1 1 1 1 1 0 0 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 3 8 9 16 20 21 24 22 25 24 18 21 23 23 23 18 17 17 11 10 13 16 15 14
Smart Start 2020 0 3 8 9 16 20 21 24 22 25 24 18 21 23 23 23 18 17 17 11 10 13 16 15 14
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 2 6 6 6 5 5 5 5 4 5 5 6 9 13 12 14 16 15 11 8 6 5
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 2 6 6 6 5 5 5 5 4 5 5 6 9 13 12 14 16 15 11 8 6 5

Draeger Safety Diagnostics, Inc. 0 0 0 1 1 0 0 0 0 2 2 3 6 7 10 8 6 5 4 4 0 3 6 9 12
Draeger XT 0 0 0 1 1 0 0 0 0 2 2 3 6 7 10 8 6 5 4 4 0 3 6 9 12

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Cayuga 1 3 8 10 13 16 16 19 26 25 27 27 24 27 28 28 25 28 35 39 41 39 42 41 42
1A Lifesafer, Inc. 1 1 1 1 1 1 1 1 5 5 5 5 3 4 4 4 3 3 3 4 4 4 5 3 4
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 4 4 4 4 2 3 3 3 3 3 3 4 4 4 5 3 4
LifeSafer FC100 no camera 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 2 3 3 5 5 7 8 7 7 7 6 6 6 6 3 3 3 2 2 2 2 3 3
Smart Start 2020 0 1 2 3 3 5 5 7 8 7 7 7 6 6 6 6 3 3 3 2 2 2 2 3 3
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 4 5 7 8 8 10 12 13 15 15 15 17 18 18 19 22 29 33 35 33 35 35 35
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 1 4 5 7 8 8 10 12 13 15 14 14 17 18 18 19 22 29 33 35 33 35 35 35

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 1 1 2 2 2 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 1 1 2 2 2 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Chautauqua 0 0 2 4 6 10 16 19 24 27 31 30 31 37 36 35 31 34 35 39 38 41 41 39 37
1A Lifesafer, Inc. 0 0 1 2 2 2 3 4 5 6 6 7 9 14 15 15 11 13 16 16 16 19 21 21 19
LifeSafer FC100 camera 0 0 0 1 1 1 2 3 4 4 4 6 8 11 12 12 9 11 14 14 16 19 21 20 18
LifeSafer FC100 no camera 0 0 1 1 1 1 1 1 1 2 2 1 1 3 3 3 2 2 2 2 0 0 0 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 1 2 4 7 8 10 8 10 7 5 5 3 3 4 3 1 1 2 1 1 1 1
Smart Start 2020 0 0 1 1 2 4 7 8 10 8 10 7 5 5 3 3 4 3 1 1 2 1 1 1 1
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 1 2 4 6 7 9 13 15 16 17 18 18 17 16 16 16 20 18 18 18 16 16
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 1 2 4 6 7 9 13 15 16 17 18 18 17 16 16 16 20 18 18 18 16 16

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 2 2 2 2 3 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 2 2 2 2 3 1 1 1

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Chemung 6 11 15 23 31 39 40 41 47 55 62 64 65 68 69 73 71 69 76 85 87 86 85 87 92
1A Lifesafer, Inc. 3 3 3 2 2 2 2 2 2 3 3 2 1 1 2 2 1 1 3 1 1 2 2 4 5
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 3 1 1 2 2 4 5
LifeSafer FC100 no camera 3 3 3 2 2 2 2 2 1 2 2 1 0 0 1 1 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 2 3 7 13 21 22 24 29 30 33 31 31 30 29 29 26 28 30 37 36 37 34 30 31
Smart Start 2020 0 2 3 7 13 21 22 24 29 30 33 31 31 30 29 29 26 28 30 37 36 37 34 30 30
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1

Consumer Safety Technology, Inc. 0 3 6 10 11 11 11 11 12 18 22 27 29 33 34 37 39 34 37 41 45 47 49 53 56
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1
Intoxalock 1001A Advanced 0 3 6 10 11 11 11 11 12 18 22 27 29 33 34 37 39 34 37 40 44 46 48 52 55

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 3 3 3 4 5 5 5 4 4 4 4 4 4 4 4 5 5 6 6 6 5 0 0 0 0
Interceptor M‐1 3 3 3 4 5 5 5 4 4 4 4 4 4 4 4 5 5 6 6 6 5 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Chenango 7 10 11 13 15 17 20 24 27 29 32 32 32 33 32 29 30 30 27 29 34 25 25 26 29
1A Lifesafer, Inc. 0 0 0 0 0 1 1 1 1 0 0 1 1 1 2 2 2 2 1 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 1 2 2 2 2 1 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 1 1 1 1 0 0 1 1 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 0 0 1 1 2 3 4 5 4 4 5 5 6 6 7 9 14 15 15 16 17
Smart Start 2020 0 0 0 0 0 0 1 1 2 3 4 5 4 4 5 5 6 6 7 9 14 15 15 16 17
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 1 2 2 2 3 6 8 6 6 8 9 8 8 8 8 8 9 7 7 7 8
Intoxalock 1001A 0 0 0 0 0 1 1 1 1 2 3 2 2 4 5 3 3 3 3 3 4 3 3 3 4
Intoxalock 1001A Advanced 0 0 0 0 1 1 1 1 2 4 5 4 4 4 4 5 5 5 5 5 5 4 4 4 4

Draeger Safety Diagnostics, Inc. 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1
Draeger XT 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 7 9 9 11 11 11 12 16 16 15 15 15 16 16 14 12 12 12 10 11 10 2 2 2 2
Interceptor M‐1 7 9 9 11 11 11 12 16 16 15 15 15 16 16 14 12 12 12 10 11 10 2 2 2 2
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 2 2 3 3 4 4 4 4 4 3 1 1 1 1 0 0 0 0 0 0 1
Best Labs FR9000 1 1 1 2 2 3 3 4 4 4 4 4 3 1 1 1 1 0 0 0 0 0 0 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Clinton 12 14 16 16 19 22 30 30 34 42 54 55 59 68 65 65 64 71 77 82 74 63 58 55 54
1A Lifesafer, Inc. 0 0 0 0 1 2 3 3 2 6 9 7 8 10 10 9 7 4 7 5 5 4 4 6 5
LifeSafer FC100 camera 0 0 0 0 0 1 1 1 0 0 1 1 1 2 3 2 1 1 1 1 1 0 0 1 1
LifeSafer FC100 no camera 0 0 0 0 1 1 2 2 2 6 8 6 7 8 7 7 6 3 6 4 4 4 4 5 4
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 1 1 1 2 2 1 5 7 10 11 13 18 16 16 19 24 26 29 28 27 25 25 24
Smart Start 2020 0 1 1 1 1 2 2 1 5 7 10 11 13 18 16 16 19 24 26 29 28 27 25 25 24
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 2 3 8 8 9 11 14 16 17 18 17 17 14 19 20 22 22 22 20 16 16
Intoxalock 1001A 0 0 0 0 0 1 5 5 7 7 9 11 11 11 10 10 8 11 12 12 13 13 12 7 7
Intoxalock 1001A Advanced 0 0 1 1 2 2 3 3 2 4 5 5 6 7 7 7 6 8 8 10 9 9 8 9 9

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 3
Draeger XT 0 0 0 0 0 0 0 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 3

Interceptor Ignition Interlocks, Inc. 12 13 14 14 15 15 17 17 17 17 20 20 20 20 20 21 21 21 21 22 15 6 6 5 5
Interceptor M‐1 12 13 14 14 15 15 17 17 17 17 20 20 20 20 20 21 21 21 21 22 15 6 6 5 5
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 1 1 1 2 2 2 1 1 1
Alcohol Detection Systems DM‐904 0 0 0 0 0 1 1 1 2 2 2 1 1 1
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Columbia 0 3 4 5 9 11 15 14 15 20 20 15 14 11 11 12 13 17 17 18 20 24 24 21 14
1A Lifesafer, Inc. 0 1 2 2 2 3 6 4 4 11 11 9 9 5 6 6 6 7 9 9 9 12 11 11 7
LifeSafer FC100 camera 0 0 0 0 0 1 1 1 1 4 4 3 3 3 3 3 3 4 4 2 2 3 3 3 1
LifeSafer FC100 no camera 0 1 2 2 2 2 5 3 3 7 7 6 6 2 3 3 3 3 5 7 7 9 8 8 6
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 1 1 2 3 3 2 3 3 2 2 1 1 3 4 3 3 3 3 3 1 0
Smart Start 2020 0 0 0 1 1 1 2 3 3 2 3 3 2 2 1 1 3 4 3 3 3 3 3 1 0
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 2 2 2 6 7 7 7 7 6 5 2 2 3 3 4 4 6 5 6 6 7 8 7 5
Intoxalock 1001A 0 2 2 2 4 5 5 5 5 4 3 0 0 1 1 3 3 4 3 4 4 5 6 5 4
Intoxalock 1001A Advanced 0 0 0 0 2 2 2 2 2 2 2 2 2 2 2 1 1 2 2 2 2 2 2 2 1

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 0 0 0 2 2 2 2 2
Best Labs FR9000 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 0 0 0 2 2 2 2 2

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Cortland 4 4 6 9 15 17 20 23 22 24 26 26 27 27 29 27 25 27 26 27 29 32 38 36 36
1A Lifesafer, Inc. 2 2 2 1 2 2 1 1 1 2 3 3 3 2 2 2 2 2 2 2 2 2 2 2 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1
LifeSafer FC100 no camera 2 2 2 1 2 2 1 1 1 2 3 3 3 2 2 2 2 2 2 2 2 1 1 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 2 5 9 9 13 16 15 16 18 18 18 19 20 20 18 20 19 20 20 23 28 27 26
Smart Start 2020 0 0 2 5 9 9 13 16 15 16 18 18 18 19 20 20 18 20 19 20 20 23 28 27 26
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 1 2 4 4 4 4 4 3 3 4 4 5 3 3 3 3 3 5 5 6 5 6
Intoxalock 1001A 0 0 0 1 2 3 3 3 3 3 2 2 3 3 4 2 2 2 2 2 2 2 2 1 1
Intoxalock 1001A Advanced 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 3 3 4 4 5

Draeger Safety Diagnostics, Inc. 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2
Draeger XT 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Delaware 1 2 3 3 3 3 3 4 8 11 11 13 14 13 15 10 10 11 9 10 10 7 9 10 12
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 2 2 3 3 3 3 3 3 3 2 0 1 0 0 0 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 2 2 2 2 2 2 2 2 2 1 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 1 0 0 0 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 0 1 1 1 1 1 3 2 3 4 5 5
Smart Start 2020 0 0 0 0 0 0 0 0 0 0 0 1 1 0 1 1 1 1 1 3 2 3 4 5 5
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 1 3 5 6 6 7 7 8 3 3 4 4 5 4 3 4 4 5
Intoxalock 1001A 0 0 0 0 0 0 0 1 3 5 6 6 7 7 7 2 2 3 3 4 3 2 3 3 4
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 1 1 1 1
Interceptor M‐1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 1 1 1 1
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 2 2 2 2 2 2 3 2 1 1 1 1 1 1 1 1 0 0 1 0 0 0 0
Best Labs FR9000 1 2 2 2 2 2 2 3 2 1 1 1 1 1 1 1 1 0 0 1 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Dutchess 16 22 27 57 80 97 109 134 143 170 184 196 201 197 192 199 160 174 182 183 188 185 177 179 176
1A Lifesafer, Inc. 4 5 4 6 12 18 21 21 21 37 44 54 68 71 80 83 59 70 73 67 64 58 52 51 45
LifeSafer FC100 camera 0 0 0 0 4 8 12 13 13 33 40 50 65 67 74 77 55 65 69 63 61 56 50 48 43
LifeSafer FC100 no camera 4 5 4 6 8 10 9 8 8 4 4 4 3 4 6 6 4 5 4 4 3 2 2 3 2
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 5 8 14 39 51 60 69 93 103 110 118 119 110 102 89 89 78 81 85 92 99 102 96 93 86
Smart Start 2020 5 8 14 39 51 60 69 93 102 109 117 119 110 102 89 89 78 81 85 92 99 102 96 93 86
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 2 3 4 9 11 11 11 10 14 14 16 16 18 18 21 18 18 19 19 19 23 27 32 41
Intoxalock 1001A 0 0 0 0 1 1 1 1 1 3 2 2 2 2 2 1 1 1 1 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 2 3 4 8 10 10 10 9 11 12 14 14 16 16 20 17 17 18 19 19 23 27 32 41

Draeger Safety Diagnostics, Inc. 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 2
Draeger XT 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 2

Interceptor Ignition Interlocks, Inc. 6 5 4 4 4 4 4 5 5 5 5 5 5 5 4 5 4 4 4 4 4 0 0 0 0
Interceptor M‐1 6 5 4 4 4 4 4 5 5 5 5 5 5 5 4 5 4 4 4 4 4 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 3 3 3 4 4 4 4 3 2 2 1 1 1 1 1 1 1 2 2 2 2 2
Best Labs FR9000 1 1 3 3 3 4 4 4 4 3 2 2 1 1 1 1 1 1 1 2 2 2 2 2

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Erie 183 212 259 287 317 364 400 427 434 464 461 468 480 490 477 477 457 447 448 448 447 463 450 462 462
1A Lifesafer, Inc. 23 24 30 28 25 26 26 21 21 20 20 22 24 25 23 27 25 25 25 22 23 24 27 30 31
LifeSafer FC100 camera 0 0 0 0 0 0 1 1 1 0 0 0 0 0 0 2 2 1 1 2 3 3 3 3 3
LifeSafer FC100 no camera 23 24 30 28 25 26 25 20 20 20 20 22 24 25 23 25 23 24 24 20 20 21 24 27 28
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 19 20 30 34 44 51 56 58 64 70 86 87 87 88 86 86 75 71 67 64 58 56 52 47 42
Smart Start 2020 5 9 20 25 36 43 50 52 60 66 83 84 84 85 83 83 72 69 65 62 57 55 52 47 42
Smart Start 2030 0
Smart Start SS1‐1000 14 11 10 9 8 8 6 6 4 4 3 3 3 3 3 3 3 2 2 2 1 1 0 0 0

Consumer Safety Technology, Inc. 0 3 6 9 9 12 14 16 16 19 20 30 30 33 37 38 35 30 32 32 31 30 28 24 27
Intoxalock 1001A 0 2 5 8 8 11 13 15 16 19 20 30 30 33 36 37 34 29 30 31 30 29 27 23 26
Intoxalock 1001A Advanced 0 1 1 1 1 1 1 1 0 0 0 0 0 0 1 1 1 1 2 1 1 1 1 1 1

Draeger Safety Diagnostics, Inc. 141 160 183 203 225 261 287 313 313 334 312 306 316 323 312 307 302 308 312 319 324 338 327 341 341
Draeger XT 141 160 183 203 225 261 287 313 313 334 312 306 316 323 312 307 302 308 312 319 324 338 327 341 341

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 5 10 13 14 14 17 19 20 21 23 23 23 21 19 19 19 12 11 10 10 14 15 19 20
Best Labs FR9000 5 10 13 14 14 17 19 20 21 23 23 23 21 19 19 19 12 11 10 10 14 15 19 20

Statewide Interlock Systmes, Inc. 0 0 0 0 0 1 1 1 1 1 1 1 1 1
Alcohol Detection Systems DM‐904 0 0 0 0 0 1 1 1 1 1 1 1 1 1

Essex 1 1 2 2 5 5 5 6 6 9 11 14 14 15 15 18 17 17 18 17 21 23 22 20 25
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 1 1 1 1 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 1 1 1 1 1 2 2 2 2 3 3 3 4 4 4 3 4 4 4 4 4
Smart Start 2020 0 0 0 0 1 1 1 1 1 2 2 2 2 3 3 3 4 4 4 3 4 4 4 4 4
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 2 2 2 3 3 4 6 9 9 9 9 12 10 10 11 11 13 17 16 14 19
Intoxalock 1001A 0 0 0 0 1 1 1 2 2 2 2 2 2 2 1 1 0 0 0 0 1 3 3 3 6
Intoxalock 1001A Advanced 0 0 0 0 1 1 1 1 1 2 4 7 7 7 8 11 10 10 11 11 12 14 13 11 13

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Franklin 1 2 2 5 5 7 8 8 11 11 9 9 9 8 8 10 14 14 18 20 22 19 19 18 19
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 2 2 2 2 2 1 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 0 0 0 0 1 1 1 1 1 1 1 1 3 3 4 4 4 4 5 5 5
Smart Start 2020 0 0 0 1 0 0 0 0 1 1 1 1 1 1 1 1 3 3 4 4 4 4 5 5 5
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 1 3 3 5 6 6 8 8 6 6 6 5 5 7 9 8 10 12 13 12 11 11 12
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 1 1 3 3 5 6 6 8 8 6 6 6 5 5 7 9 8 10 12 13 12 11 11 12

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Fulton 2 2 3 5 5 6 6 8 10 11 11 12 11 10 5 7 11 12 12 15 19 16 16 14 13
1A Lifesafer, Inc. 0 0 0 1 1 1 1 1 1 2 2 3 3 3 3 3 3 2 2 3 3 3 3 3 3
LifeSafer FC100 camera 0 0 0 1 1 1 1 1 1 1 1 2 2 2 2 2 2 1 1 2 2 2 3 3 3
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 2 2 2 2 5 6 6 6 6 5 4 0 0 2 3 3 4 6 5 6 5 4
Smart Start 2020 0 0 1 2 2 2 2 5 6 6 6 6 5 4 0 0 2 3 3 4 6 5 6 5 4
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 1 1 1 2 2 2 2 2 2 1 3 5 6 6 6 8 6 5 4 4
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 1 1 1 2 2 2 2 2 2 1 3 5 6 6 6 8 6 5 4 4

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 2 2 2 2 2 2 2 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2
Interceptor M‐1 2 2 2 2 2 2 2 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Genesee 1 1 5 10 16 21 26 26 30 34 44 51 50 55 52 55 53 48 39 32 34 31 30 31 34
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 2 2 2 2 2 2 2 1 0 0 0 0 0 0 1 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 1 2 0 0 1 0 1 0 0 0 0 0 0 0 1 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 1 0 2 2 1 2 1 1 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 3 6 7 11 15 15 16 17 23 27 26 31 28 28 28 28 23 18 18 18 15 15 16
Smart Start 2020 0 0 3 6 7 11 15 15 16 17 23 27 26 31 28 28 28 28 23 18 18 18 15 15 16
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 1 4 4 5 5 7 9 12 17 18 19 19 22 21 17 13 13 15 12 13 13 15
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 1 4 4 5 5 7 9 12 17 18 19 19 22 21 17 13 13 15 12 13 13 15

Draeger Safety Diagnostics, Inc. 1 1 1 2 3 4 4 4 5 4 4 4 2 1 1 1 1 1 1 1 1 1 2 2 2
Draeger XT 1 1 1 2 3 4 4 4 5 4 4 4 2 1 1 1 1 1 1 1 1 1 2 2 2

Interceptor Ignition Interlocks, Inc. 0 0 0 0 1 1 1 1 1 1 2 1 2 2 2 2 2 2 2 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 1 1 1 1 1 1 2 1 2 2 2 2 2 2 2 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Greene 1 2 2 3 9 11 12 10 12 16 18 19 20 22 21 21 23 24 24 25 23 24 24 26 26
1A Lifesafer, Inc. 0 0 0 0 1 1 1 0 0 3 5 2 3 3 2 2 2 3 3 3 3 2 2 1 1
LifeSafer FC100 camera 0 0 0 0 1 1 1 0 0 1 2 2 3 3 2 2 2 3 3 3 3 2 2 1 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 2 3 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 3 2 2 1 1 1
Smart Start 2020 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 3 2 2 1 1 1
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 1 5 7 8 8 10 11 11 15 15 17 17 17 19 19 19 18 17 19 20 23 23
Intoxalock 1001A 0 0 0 1 2 2 2 2 3 3 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 3 5 6 6 7 8 9 14 14 16 16 16 18 18 18 18 17 19 20 23 23

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 2 2 2 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1
Interceptor M‐1 1 1 1 1 2 2 2 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0



AUG 
2010

SEP 
2010

OCT 
2010

NOV 
2010

DEC 
2010

JAN 
2011

FEB 
2011

MAR 
2011

APR 
2011

MAY 
2011

JUN 
2011

JUL 
2011

AUG 
2011

SEP 
2011

OCT 
2011

NOV 
2011

DEC 
2011

JAN 
2012

FEB 
2012

MAR 
2012

APR 
2012

MAY 
2012

JUN 
2012

JUL 
2012

AUG 
2012

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Hamilton 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 3 3 2 2 2 1 0 0 0
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Smart Start 2020 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 3 3 2 2 2 1 0 0 0
Interceptor M‐1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 3 3 2 2 2 1 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Herkimer 0 0 2 2 2 6 6 7 10 11 13 14 17 17 16 16 18 17 21 22 21 18 14 13 10
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 1 1 5 5 6 8 9 10 11 13 12 10 10 10 8 11 11 11 9 7 6 5
Smart Start 2020 0 0 1 1 1 5 5 6 8 9 10 11 13 12 10 10 10 8 11 11 11 9 7 6 5
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 1 1 1 1 1 1 2 2 3 4 5 5 7 8 9 10 9 9 7 7 5
Intoxalock 1001A 0 0 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 1 2 2 3 4 5 5 7 8 9 10 9 9 7 7 5

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Jefferson 18 20 26 29 34 40 51 62 61 64 76 80 84 84 92 94 89 85 81 84 84 70 65 65 59
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 2 2 2 2 2 5 5 7 7
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 2 2 2 2 2 5 5 7 7
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 2 2 8 11 14 20 29 36 35 38 47 50 52 50 59 59 51 43 39 39 38 36 32 30 26
Smart Start 2020 2 2 8 11 14 20 29 36 35 38 47 50 52 50 59 59 51 43 39 39 38 36 32 30 26
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 0 0 0 3 4 5 6 7 9 9 13 13 18 20 19 17 18 17
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 3 4 5 6 7 9 9 13 13 18 20 19 17 17 16

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1

Interceptor Ignition Interlocks, Inc. 16 17 17 17 19 19 21 25 25 25 26 26 26 27 25 25 27 27 27 25 24 10 10 9 8
Interceptor M‐1 16 17 17 17 19 19 21 25 25 25 26 26 26 27 25 25 27 27 27 25 24 10 10 9 8
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Kings 1 9 10 11 11 15 28 31 39 39 42 55 57 52 58 63 64 59 60 62 65 62 56 54 52
1A Lifesafer, Inc. 1 3 3 4 4 6 11 11 17 14 12 18 19 16 18 21 17 17 17 20 21 21 20 17 17
LifeSafer FC100 camera 0 0 0 1 1 3 8 8 14 13 12 16 17 15 17 20 16 16 16 19 20 19 18 16 17
LifeSafer FC100 no camera 1 3 3 3 3 3 3 3 3 1 0 2 2 1 1 1 1 1 1 1 1 2 2 1 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 3 5 5 4 4 10 12 15 16 19 23 23 21 25 25 30 25 25 23 23 19 15 16 12
Smart Start 2020 0 3 5 5 4 4 10 12 15 16 19 23 23 21 25 25 30 25 25 23 23 19 15 16 12
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 2 4 6 7 6 6 8 10 12 12 12 13 13 13 14 15 16 19 18 18 20
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 2 4 6 7 6 6 8 10 12 12 12 13 13 13 14 15 16 19 18 18 20

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 2 2 3 3 3 3 4 4 4 4 4 5 3 3 3 3
Interceptor M‐1 0 0 0 0 0 0 0 0 0 2 2 3 3 3 3 4 4 4 4 4 5 3 3 3 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 3 2 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 3 2 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Lewis 4 4 4 5 4 5 6 8 10 9 9 9 8 9 8 8 14 14 16 19 18 17 15 13 12
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 1 1 1 2 3 3 3 2 2 3 3 3 6 7 8 9 8 8 7 4 2
Smart Start 2020 0 0 0 1 1 1 1 2 3 3 3 2 2 3 3 3 6 7 8 9 8 8 7 4 2
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 4 3 4 6 6 6 5 6 7
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 4 3 4 6 6 6 5 6 7

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 4 4 4 4 3 4 4 5 5 5 5 5 5 5 4 4 4 4 4 4 4 3 3 3 3
Interceptor M‐1 4 4 4 4 3 4 4 5 5 5 5 5 5 5 4 4 4 4 4 4 4 3 3 3 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 1 1 2 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 1 1 2 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Livingston 2 3 12 21 25 30 33 39 36 42 44 51 55 54 57 59 57 58 57 61 66 63 65 65 68
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 3 3 5 6 6 6 6 7 7 4 3 4 3 4 5 4
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 3 3 5 6 6 6 6 7 7 4 3 4 3 4 5 4
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 9 18 21 23 26 31 28 30 32 34 38 39 40 40 40 39 38 42 47 46 46 46 48
Smart Start 2020 0 1 9 18 21 23 26 31 28 30 32 34 38 39 40 40 40 39 38 42 47 46 46 46 48
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 2 2 2 3 3 3 3 5 5 6 8 11 9 9 12 13 12 12 13 12 14
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 1 2 2 2 3 3 3 3 5 5 6 8 11 9 9 12 13 12 12 13 12 14

Draeger Safety Diagnostics, Inc. 2 2 2 2 2 5 5 5 5 6 6 6 5 2 2 1 0 2 2 2 2 2 2 2 2
Draeger XT 2 2 2 2 2 5 5 5 5 6 6 6 5 2 2 1 0 2 2 2 2 2 2 2 2

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0



AUG 
2010

SEP 
2010

OCT 
2010

NOV 
2010

DEC 
2010

JAN 
2011

FEB 
2011

MAR 
2011

APR 
2011

MAY 
2011

JUN 
2011

JUL 
2011

AUG 
2011

SEP 
2011

OCT 
2011

NOV 
2011

DEC 
2011

JAN 
2012

FEB 
2012

MAR 
2012

APR 
2012

MAY 
2012

JUN 
2012

JUL 
2012

AUG 
2012

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Madison 3 4 5 9 12 12 14 17 21 27 28 28 28 29 26 27 28 30 26 30 33 23 22 22 24
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 4 5 4 2 3 2 2 2 2 2 2 2 2 3 3 4
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 2 3 2 1 1 1 1 1 1 0 0 0 0 1 1 2
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 2 2 2 1 2 1 1 1 1 2 2 2 2 2 2 2
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 3 3 4 5 7 7 6 7 7 5 4 4 4 4 2 3 3 6 7 9 10
Smart Start 2020 0 0 0 1 3 3 4 5 7 7 6 7 7 5 4 4 4 4 2 3 3 6 7 9 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 1 1 1 2 2 2 3 2 3 2 3 2 4 3 4 4 3 3
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 1 1 1 2 2 2 3 2 3 2 2 1 3 2 3 3 3 3

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 3 4 5 8 9 9 10 11 13 15 15 15 17 18 18 18 20 21 20 21 25 11 8 7 7
Interceptor M‐1 3 4 5 8 9 9 10 11 13 15 15 15 17 18 18 18 20 21 20 21 25 11 8 7 7
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Monroe 120 112 126 146 173 212 260 289 322 346 375 402 391 409 423 446 455 458 473 493 480 492 518 511 520
1A Lifesafer, Inc. 2 7 8 12 15 22 26 22 22 24 26 30 31 29 30 29 30 29 30 32 33 34 35 37 42
LifeSafer FC100 camera 0 0 1 2 4 6 8 7 8 14 20 20 23 24 25 25 29 27 28 31 31 28 30 32 37
LifeSafer FC100 no camera 2 7 7 10 11 16 18 15 14 10 6 10 8 5 5 4 1 2 2 1 2 6 5 5 5
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 4 4 14 28 43 70 96 120 142 162 185 197 194 209 216 216 211 213 220 221 210 217 226 220 208
Smart Start 2020 4 4 14 28 43 70 96 120 142 162 185 197 194 209 216 216 211 213 220 221 210 217 226 220 208
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 5 10 19 26 31 38 40 45 61 62 71 83 102 114 111 114 123 125 132 142 142 158
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 1 1 1 2 2 2 1 1 0 0 0 1 0 0
Intoxalock 1001A Advanced 0 0 1 5 10 19 26 31 38 40 45 60 61 70 81 100 112 110 113 123 125 132 141 142 158

Draeger Safety Diagnostics, Inc. 111 98 99 96 98 94 104 106 106 101 92 82 73 65 56 59 62 65 66 68 64 63 67 70 73
Draeger XT 111 98 99 96 98 94 104 106 106 101 92 82 73 65 56 59 62 65 66 68 64 63 67 70 73

Interceptor Ignition Interlocks, Inc. 3 3 4 4 6 6 7 9 13 18 26 31 31 35 38 40 38 40 43 49 48 46 48 42 39
Interceptor M‐1 3 3 4 4 6 6 7 9 13 18 26 31 31 35 38 40 38 40 43 49 48 46 48 42 39
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Montgomery 8 9 10 12 13 14 14 17 17 19 20 23 25 23 24 23 21 21 21 22 25 21 23 25 29
1A Lifesafer, Inc. 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 1 0 0 2 3 3 3 3
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 0 0 2 3 3 3 3
LifeSafer FC100 no camera 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 1 2 2 3 3 5 5 7 7 7 7 7 6 5 3 2 1 1 2 4 5
Smart Start 2020 0 0 0 1 1 2 2 3 3 5 5 7 7 7 7 7 6 5 3 2 1 1 2 4 5
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 2 5 5 5 6 6 6 7 8 8 7 8 5 4 6 8 10 12 14 15 15 18
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 2 5 5 5 6 6 6 7 8 8 7 8 5 4 6 8 10 12 14 15 15 18

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 8 8 8 8 6 6 6 7 7 7 7 7 9 8 8 9 9 9 10 10 10 3 3 3 3
Interceptor M‐1 8 8 8 8 6 6 6 7 7 7 7 7 9 8 8 9 9 9 10 10 10 3 3 3 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Nassau 775 790 821 844 873 893 940 965 1014 1013 1030 1028 1016 1025 1049 1063 1043 1124 1144 1168 1179 1054 1135 1170 1181
1A Lifesafer, Inc. 234 230 225 224 218 224 234 223 238 231 241 212 202 196 202 201 190 263 271 287 302 308 401 460 495
LifeSafer FC100 camera 1 1 2 6 11 22 40 44 62 65 85 71 73 69 76 78 86 166 178 206 222 237 300 338 382
LifeSafer FC100 no camera 233 229 223 218 207 202 194 179 176 166 156 141 129 127 126 123 104 97 93 81 80 71 101 122 113
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 205 205 216 214 216 215 217 211 202 194 178 173 167 152 148 142 129 134 134 132 122 125 118 115 115
Smart Start 2020 86 92 106 113 121 129 136 135 131 125 117 116 115 108 109 109 104 111 114 115 105 110 105 104 104
Smart Start 2030 0
Smart Start SS1‐1000 119 113 110 101 95 86 81 76 71 69 61 57 52 44 39 33 25 23 20 17 17 15 13 11 11

Consumer Safety Technology, Inc. 0 0 2 8 8 8 9 9 8 13 10 19 20 21 20 22 22 23 19 22 25 26 28 25 25
Intoxalock 1001A 0 0 1 4 4 4 4 4 3 4 2 2 2 1 1 2 2 2 2 2 2 2 2 1 1
Intoxalock 1001A Advanced 0 0 1 4 4 4 5 5 5 9 8 17 18 20 19 20 20 21 17 20 23 24 26 24 24

Draeger Safety Diagnostics, Inc. 280 285 275 268 263 249 242 229 231 223 208 199 176 168 157 148 139 128 123 119 118 6 6 6 6
Draeger XT 280 285 275 268 263 249 242 229 231 223 208 199 176 168 157 148 139 128 123 119 118 6 6 6 6

Interceptor Ignition Interlocks, Inc. 56 66 99 126 164 193 233 288 331 348 389 422 448 484 519 548 562 576 597 608 612 589 582 564 540
Interceptor M‐1 56 66 99 126 164 193 233 288 331 348 389 422 448 484 519 548 562 576 597 608 612 589 582 564 540
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 4 4 4 4 4 5 5 4 4 4 3 3 4 3 2 1 0 0 0 0 0 0 0 0
Best Labs FR9000 4 4 4 4 4 5 5 4 4 4 3 3 4 3 2 1 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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New York 3 6 18 26 36 46 61 80 89 116 128 136 144 140 131 140 125 125 124 121 115 116 116 122 116
1A Lifesafer, Inc. 1 1 1 1 2 2 2 2 2 11 18 20 23 21 19 26 29 33 31 29 28 29 29 30 30
LifeSafer FC100 camera 0 0 0 0 1 1 1 1 1 11 18 20 23 21 18 25 27 31 30 28 28 29 29 30 30
LifeSafer FC100 no camera 1 1 1 1 1 1 1 1 1 0 0 0 0 0 1 1 2 2 1 1 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 2 12 19 25 35 45 62 68 82 88 93 98 95 89 89 74 69 70 67 62 60 57 61 57
Smart Start 2020 0 2 12 19 25 35 45 62 68 82 88 93 98 95 89 89 74 69 70 67 62 60 57 61 57
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 2 3 6 7 12 13 15 19 18 19 19 20 20 22 19 20 21 23 23 25 28 29 27
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 2 3 6 7 12 13 15 18 18 19 19 20 20 22 19 20 21 23 23 25 28 29 27

Draeger Safety Diagnostics, Inc. 2 3 3 3 3 2 2 3 3 3 3 3 3 3 2 2 2 2 2 2 2 2 2 2 2
Draeger XT 2 3 3 3 3 2 2 3 3 3 3 3 3 3 2 2 2 2 2 2 2 2 2 2 2

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Niagara 3 6 10 24 36 44 52 59 63 70 72 78 84 91 89 90 89 87 97 100 95 88 87 88 89
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 2 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 2 2
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 3 5 7 9 11 12 11 9 11 13 11 12 12 11 10 10 13 13 13 14 11 10
Smart Start 2020 0 0 1 3 5 7 9 11 12 11 9 11 13 11 12 12 11 10 10 13 13 13 14 11 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 2 10 16 18 20 21 25 29 34 37 39 40 40 37 35 36 44 46 43 41 41 42 43
Intoxalock 1001A 0 1 2 10 16 18 20 21 25 29 34 37 39 40 40 37 35 36 44 46 43 41 41 42 43
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Draeger Safety Diagnostics, Inc. 3 5 7 10 14 18 22 26 25 28 27 28 30 38 35 38 41 39 40 38 37 32 31 32 33
Draeger XT 3 5 7 10 14 18 22 26 25 28 27 28 30 38 35 38 41 39 40 38 37 32 31 32 33

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 1 1 1 1 1 1 2 2 2 2 2 2 2 1 1 1 1 0 0 0 1 1
Best Labs FR9000 0 0 1 1 1 1 1 1 2 2 2 2 2 2 2 1 1 1 1 0 0 0 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 1 1 1 1 1 1 1 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 1 1 1 1 1 1 1 0 0 0
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Oneida 23 26 37 51 70 79 84 93 101 106 107 110 115 115 112 110 100 101 102 103 103 85 83 86 94
1A Lifesafer, Inc. 1 1 1 1 3 2 2 2 2 2 2 1 1 1 1 1 1 0 0 2 2 3 3 2 4
LifeSafer FC100 camera 0 0 0 0 2 2 2 2 2 2 2 1 1 1 1 1 1 0 0 2 2 3 2 1 3
LifeSafer FC100 no camera 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 2 4 7 8 9 8 10 14 16 19 20 20 21 21 14 10 11 10 9 9 10 17 13
Smart Start 2020 0 0 2 4 7 8 9 8 10 14 16 19 20 20 21 21 14 10 11 10 9 9 10 17 13
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 2 9 17 25 34 40 46 52 48 43 42 42 39 32 30 26 30 28 29 31 34 33 29 38
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 2 9 17 25 34 40 46 52 48 43 41 41 38 31 29 25 30 28 29 31 34 33 29 38

Draeger Safety Diagnostics, Inc. 0 0 1 1 2 2 2 2 1 2 3 6 8 11 13 12 11 13 13 13 13 14 14 17 18
Draeger XT 0 0 1 1 2 2 2 2 1 2 3 6 8 11 13 12 11 13 13 13 13 14 14 17 18

Interceptor Ignition Interlocks, Inc. 22 23 24 28 33 33 31 35 36 40 43 42 44 44 45 46 48 48 50 49 48 25 23 21 21
Interceptor M‐1 22 23 24 28 33 33 31 35 36 40 43 42 44 44 45 46 48 48 50 49 48 25 23 21 21
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Onondaga 20 28 32 44 50 52 59 57 61 93 92 103 115 136 122 128 122 121 123 121 121 116 106 103 102
1A Lifesafer, Inc. 14 22 26 36 39 40 46 41 38 63 61 73 82 102 82 86 85 82 84 81 80 78 71 69 70
LifeSafer FC100 camera 0 0 0 2 4 4 5 5 5 6 5 4 8 8 8 8 8 7 6 5 9 9 10 10 10
LifeSafer FC100 no camera 14 22 26 34 35 36 41 36 33 57 56 69 74 94 74 78 77 75 78 76 71 69 61 59 60
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 1 1 2 4 6 6 10 10 11 14 16 19 19 14 16 14 13 12 15 13 12 10
Smart Start 2020 0 0 0 1 1 2 4 6 6 10 10 11 14 16 19 19 14 16 14 13 12 15 13 12 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 1 1 1 1 2 2 3 3 3 5 7 8 7 8 10 11 14 16 15 15 15
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 1 3 5 5 7 8 9 12 14 13 13 12
Intoxalock 1001A Advanced 0 0 0 0 1 1 1 1 2 2 3 3 3 4 4 3 2 1 2 2 2 2 2 2 3

Draeger Safety Diagnostics, Inc. 1 1 1 1 1 1 1 1 3 5 5 4 4 4 5 6 7 6 6 6 6 6 6 6 6
Draeger XT 1 1 1 1 1 1 1 1 3 5 5 4 4 4 5 6 7 6 6 6 6 6 6 6 6

Interceptor Ignition Interlocks, Inc. 5 5 5 6 8 8 7 8 12 13 13 12 12 9 9 9 9 9 9 10 9 1 1 1 1
Interceptor M‐1 5 5 5 6 8 8 7 8 12 13 13 12 12 9 9 9 9 9 9 10 9 1 1 1 1
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Ontario 6 9 15 18 31 37 46 52 62 80 82 99 99 108 110 116 107 111 101 96 93 95 88 87 102
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 1 5 4 8 8 10 8 11 7 10 9 12 12 12 11 9 9
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 1 0 0 2 2 4 3 6 5 7 6 10 11 11 10 9 9
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 5 4 6 6 6 5 5 2 3 3 2 1 1 1 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 3 7 10 13 14 19 19 22 21 24 24 24 25 31 28 26 26 31 29 31 39
Smart Start 2020 0 0 0 0 3 7 10 13 14 19 19 22 21 24 24 24 25 31 28 26 26 31 29 31 39
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 6 7 15 16 19 22 27 36 40 52 55 59 66 70 67 62 56 51 48 46 41 41 49
Intoxalock 1001A 0 0 3 3 8 9 11 12 15 23 25 34 36 39 46 42 37 29 22 14 11 6 5 4 2
Intoxalock 1001A Advanced 0 1 3 4 7 7 8 10 12 13 15 18 19 20 20 28 30 33 34 37 37 40 36 37 47

Draeger Safety Diagnostics, Inc. 1 1 1 1 1 2 2 2 2 2 2 2 0 0 0 0 0 1 1 2 2 2 2 2 2
Draeger XT 1 1 1 1 1 2 2 2 2 2 2 2 0 0 0 0 0 1 1 2 2 2 2 2 2

Interceptor Ignition Interlocks, Inc. 5 4 5 6 5 5 6 6 6 4 4 4 4 4 5 5 5 5 5 4 4 3 4 3 3
Interceptor M‐1 5 4 5 6 5 5 6 6 6 4 4 4 4 4 5 5 5 5 5 4 4 3 4 3 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 3 3 4 7 7 9 9 12 14 13 11 11 11 7 6 3 2 2 1 1 1 1 1 0
Best Labs FR9000 3 3 4 7 7 9 9 12 14 13 11 11 11 7 6 3 2 2 1 1 1 1 1 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Orange 15 20 26 42 66 75 94 108 125 156 168 181 188 195 209 228 210 203 211 222 223 214 218 227 229
1A Lifesafer, Inc. 1 3 4 13 17 22 28 29 29 45 54 56 60 65 77 86 65 65 68 69 66 71 72 76 77
LifeSafer FC100 camera 1 2 2 5 8 11 15 16 16 31 43 39 43 47 54 61 47 47 51 54 53 59 60 65 66
LifeSafer FC100 no camera 0 1 2 8 9 11 13 13 13 14 11 17 17 18 23 25 18 18 17 15 13 12 12 11 11
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 1 4 5 7 16 18 23 30 35 38 38 40 40 38 36 36 44 40 41 44 44 40 40 42 43
Smart Start 2020 1 4 5 7 16 18 23 30 35 38 38 40 40 38 36 36 44 40 41 44 44 40 40 42 43
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 3 8 19 21 27 31 41 51 52 58 60 63 67 76 68 66 70 78 84 81 84 87 88
Intoxalock 1001A 0 0 0 4 10 11 14 15 23 28 26 21 22 18 20 20 17 16 14 21 23 20 21 22 19
Intoxalock 1001A Advanced 0 0 3 4 9 10 13 16 18 23 26 37 38 45 47 56 51 50 56 57 61 61 63 65 69

Draeger Safety Diagnostics, Inc. 3 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 3 3 3 3 3 3
Draeger XT 3 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 3 3 3 3 3 3

Interceptor Ignition Interlocks, Inc. 10 11 12 12 12 12 13 15 16 17 18 18 19 20 21 22 25 25 25 25 23 15 15 14 14
Interceptor M‐1 10 11 12 12 12 12 13 15 16 17 18 18 19 20 21 22 25 25 25 25 23 15 15 14 14
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 1 1 2 3 4 7 6 6 5 5 5 4 3 2 2 1 1 2 1
Best Labs FR9000 0 0 0 0 0 1 1 2 3 4 7 6 6 5 5 5 4 3 2 2 1 1 2 1

Statewide Interlock Systmes, Inc. 0 1 1 1 1 1 1 2 1 1 3 3 3 3
Alcohol Detection Systems DM‐904 0 1 1 1 1 1 1 2 1 1 3 3 3 3
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Orleans 1 2 5 8 9 10 10 11 10 12 15 19 18 21 20 22 19 16 18 18 19 15 16 14 14
1A Lifesafer, Inc. 0 0 0 1 1 1 1 1 1 3 3 3 2 3 2 2 1 1 2 2 1 1 1 1 1
LifeSafer FC100 camera 0 0 0 1 1 1 1 1 1 2 2 2 1 1 1 1 1 1 1 1 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 1 1 1 1 2 1 1 0 0 1 1 1 1 1 1 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 4 5 6 6 6 7 6 6 9 12 12 13 13 13 11 9 9 9 9 8 9 7 7
Smart Start 2020 0 1 4 5 6 6 6 7 6 6 9 12 12 13 13 13 11 9 9 9 9 8 9 7 7
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 1 1 1 1 1 1 2 2 3 3 5 5 4 3 3 4 4 4 4 4
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 1 1 1 1 1 1 2 2 3 3 5 5 4 3 3 4 4 4 4 4

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 3 3 4 1 1 1 1
Interceptor M‐1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 2 2 2 2 3 3 4 1 1 1 1
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Oswego 5 6 9 14 21 25 27 27 27 27 27 26 25 26 29 32 32 34 28 41 42 38 39 35 34
1A Lifesafer, Inc. 5 4 4 6 9 9 10 9 8 7 7 7 6 5 5 9 8 9 2 11 11 11 10 7 5
LifeSafer FC100 camera 0 0 0 0 1 1 2 2 2 2 2 4 4 4 3 7 8 8 0 9 9 9 8 6 5
LifeSafer FC100 no camera 5 4 4 6 8 8 8 7 6 5 5 3 2 1 2 2 0 1 2 2 2 2 2 1 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 2 4 5 6 6 6 4 5 3 3 4 6 6 6 6 8 6 8 8 10 9 9
Smart Start 2020 0 0 1 2 4 5 6 6 6 4 5 3 3 4 6 6 6 6 8 6 8 8 10 9 9
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 3 4 6 8 8 9 11 12 13 13 14 15 16 17 18 17 23 22 18 18 19 20
Intoxalock 1001A 0 0 0 1 2 2 3 3 5 5 6 5 5 4 3 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 2 2 4 5 5 4 6 6 8 8 10 12 16 17 18 17 23 22 18 18 19 20

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 2 3 3 4 5 3 4 4 5 3 3 3 3 3 1 1 0 0 0 0 0 0 0 0
Best Labs FR9000 2 3 3 4 5 3 4 4 5 3 3 3 3 3 1 1 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Otsego 12 14 14 17 21 23 27 31 33 39 39 37 38 38 42 38 42 41 38 36 37 31 29 30 29
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 4 5 3 3 3 2 0 0 2 0 1 1 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 2 3 2 2 2 2 0 0 1 0 1 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 2 2 1 1 1 0 0 0 1 0 0 1 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 1 1 3 4 4 5 6 6 5 3 3 2 2 2 5 5 6 7 7 7 7 8 10
Smart Start 2020 0 1 1 1 3 4 4 5 6 6 5 3 3 2 2 2 5 5 6 7 7 7 7 8 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 1 3 5 7 9 11 12 13 14 16 17 18 22 21 22 19 18 14 15 19 18 18 15
Intoxalock 1001A 0 0 0 2 4 5 6 6 7 8 8 9 10 12 16 16 16 14 14 9 10 13 12 12 8
Intoxalock 1001A Advanced 0 1 1 1 1 2 3 5 5 5 6 7 7 6 6 5 6 5 4 5 5 6 6 6 7

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 12 12 12 12 12 10 13 14 14 14 15 14 14 14 14 14 14 14 13 12 12 4 3 3 3
Interceptor M‐1 12 12 12 12 12 10 13 14 14 14 15 14 14 14 14 14 14 14 13 12 12 4 3 3 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 1 1 2 1 1 1 2 0 0 0 0 1 1 1 1 1 2 2 1 1 1 1
Best Labs FR9000 0 0 1 1 2 1 1 1 2 0 0 0 0 1 1 1 1 1 2 2 1 1 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Putnam 32 38 39 45 46 53 55 55 61 63 67 69 76 75 81 88 84 85 93 97 104 98 95 98 97
1A Lifesafer, Inc. 4 4 4 6 7 7 7 6 7 4 5 5 5 4 7 7 4 5 7 10 12 11 11 10 11
LifeSafer FC100 camera 0 0 0 1 1 2 2 2 2 2 3 3 3 4 5 5 3 4 5 8 11 9 9 8 8
LifeSafer FC100 no camera 4 4 4 5 6 5 5 4 5 2 2 2 2 0 2 2 1 1 2 2 1 2 2 2 3
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 1 3 2 3 4 5 6 10 11 12 16 15 15 15 14 15 17 18 18 17 16 17 17
Smart Start 2020 0 1 1 3 2 3 4 5 6 10 11 11 15 15 15 15 14 15 17 18 18 17 16 17 17
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 3 4 6 8 12 13 13 16 18 22 24 25 26 28 35 34 34 38 40 42 44 43 46 45
Intoxalock 1001A 0 2 3 3 3 6 7 7 7 8 10 11 11 11 11 15 15 16 19 19 19 19 16 19 18
Intoxalock 1001A Advanced 0 1 1 3 5 6 6 6 9 10 12 13 14 15 17 20 19 18 19 21 23 25 27 27 27

Draeger Safety Diagnostics, Inc. 2 2 1 1 1 1 1 1 0 0 0 0 0 0 0 1 2 2 2 2 2 2 2 2 2
Draeger XT 2 2 1 1 1 1 1 1 0 0 0 0 0 0 0 1 2 2 2 2 2 2 2 2 2

Interceptor Ignition Interlocks, Inc. 26 26 26 26 25 26 26 26 27 23 22 22 23 23 23 23 23 22 22 22 24 18 18 18 18
Interceptor M‐1 26 26 26 26 25 26 26 26 27 23 22 22 23 23 23 23 23 22 22 22 24 18 18 18 18
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 2 3 3 3 4 4 4 5 8 7 6 6 6 7 6 6 6 6 5 6 6 5 5 4
Best Labs FR9000 2 3 3 3 4 4 4 5 8 7 6 6 6 7 6 6 6 6 5 6 6 5 5 4

Statewide Interlock Systmes, Inc. 0 1 1 1 1 1 1 1 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 1 1 1 1 1 1 1 0 0 0 0 0 0
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Queens 13 24 32 41 59 70 84 100 115 137 147 157 180 179 195 202 222 219 235 241 250 243 254 249 228
1A Lifesafer, Inc. 4 4 6 8 11 11 10 11 11 18 21 18 26 26 34 42 46 46 50 49 55 54 50 52 47
LifeSafer FC100 camera 0 0 1 3 6 6 6 7 7 15 19 16 22 22 30 38 43 43 45 46 50 49 45 47 42
LifeSafer FC100 no camera 4 4 5 5 5 5 4 4 4 3 2 2 4 4 4 4 3 3 5 3 5 5 5 5 5
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 6 7 8 14 21 23 32 46 57 67 65 76 87 84 90 90 104 101 104 107 108 105 109 101 88
Smart Start 2020 2 4 5 11 19 21 30 45 55 65 63 74 86 83 89 89 104 101 104 107 108 105 109 101 88
Smart Start 2030 0
Smart Start SS1‐1000 4 3 3 3 2 2 2 1 2 2 2 2 1 1 1 1 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 3 4 10 17 20 21 24 29 36 36 39 39 38 38 39 39 44 49 50 48 52 49 44
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 1 3 4 10 17 20 21 24 29 36 36 39 39 38 38 39 39 44 49 50 48 52 49 44

Draeger Safety Diagnostics, Inc. 3 3 5 5 7 9 9 9 8 8 8 7 7 7 8 8 8 9 13 14 14 19 25 28 30
Draeger XT 3 3 5 5 7 9 9 9 8 8 8 7 7 7 8 8 8 9 13 14 14 19 25 28 30

Interceptor Ignition Interlocks, Inc. 0 1 1 1 1 1 2 3 5 5 7 9 10 11 12 13 14 15 16 17 18 12 13 13 13
Interceptor M‐1 0 1 1 1 1 1 2 3 5 5 7 9 10 11 12 13 14 15 16 17 18 12 13 13 13
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 8 9 9 9 9 11 10 10 10 10 11 11 12 13 11 11 9 8 5 5 5 5 6 6
Best Labs FR9000 8 9 9 9 9 11 10 10 10 10 11 11 12 13 11 11 9 8 5 5 5 5 6 6

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Rensselaer 3 4 9 13 21 24 27 27 39 45 60 59 69 71 70 70 66 69 62 59 59 53 51 50 57
1A Lifesafer, Inc. 0 0 2 4 6 6 6 6 6 8 8 5 6 6 8 8 9 11 11 11 11 7 5 3 5
LifeSafer FC100 camera 0 0 2 4 4 4 4 4 4 5 6 5 5 5 7 7 9 11 11 11 11 7 5 3 5
LifeSafer FC100 no camera 0 0 0 0 2 2 2 2 2 3 2 0 1 1 1 1 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 2 3 7 9 11 11 21 25 39 42 48 50 48 48 43 44 37 34 34 35 31 31 36
Smart Start 2020 0 0 2 3 7 9 11 11 21 25 39 42 48 50 48 48 43 44 37 34 34 35 31 31 36
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 1 1 2 2 3 3 4 3 3 4 3 3 3 3 2 2 2 5 9 9 10
Intoxalock 1001A 0 0 0 0 1 1 2 2 3 3 3 2 2 2 2 2 2 2 1 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 1 1 1 2 1 1 1 1 1 2 2 5 9 9 10

Draeger Safety Diagnostics, Inc. 1 1 1 1 1 1 1 1 1 1 1 1 2 1 1 1 1 0 1 1 1 1 1 1 1
Draeger XT 1 1 1 1 1 1 1 1 1 1 1 1 2 1 1 1 1 0 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 2 3 3 4 5 6 6 6 7 6 6 6 7 7 7 8 8 9 9 10 10 4 4 4 3
Interceptor M‐1 2 3 3 4 5 6 6 6 7 6 6 6 7 7 7 8 8 9 9 10 10 4 4 4 3
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 1 1 1 1 1 1 1 2 2 2 2 2 1 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 1 1 1 1 1 1 1 2 2 2 2 2 1 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 1 1 2 2 2 2 2 1 1 1 1 2 2
Alcohol Detection Systems DM‐904 0 1 1 2 2 2 2 2 1 1 1 1 2 2



AUG 
2010

SEP 
2010

OCT 
2010

NOV 
2010

DEC 
2010

JAN 
2011

FEB 
2011

MAR 
2011

APR 
2011

MAY 
2011

JUN 
2011

JUL 
2011

AUG 
2011

SEP 
2011

OCT 
2011

NOV 
2011

DEC 
2011

JAN 
2012

FEB 
2012

MAR 
2012

APR 
2012

MAY 
2012

JUN 
2012

JUL 
2012

AUG 
2012

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Richmond 0 2 4 8 13 19 26 29 33 38 41 43 41 40 37 29 30 37 38 44 47 45 49 46 43
1A Lifesafer, Inc. 0 1 1 3 3 4 6 6 6 8 8 10 11 8 8 8 8 11 9 8 8 6 7 7 4
LifeSafer FC100 camera 0 0 1 3 3 4 6 6 6 8 8 10 11 8 8 8 8 11 9 8 7 5 6 6 4
LifeSafer FC100 no camera 0 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 1 3 6 9 12 13 15 15 11 15 12 12 14 17 20 23 24 23 26 23 20
Smart Start 2020 0 0 0 0 1 3 6 9 12 13 15 15 11 15 12 12 14 17 20 23 24 23 26 23 20
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 3 5 8 11 13 13 14 16 17 17 17 16 16 8 7 8 8 12 14 14 14 14 17
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 1 3 5 8 11 13 13 14 16 17 17 17 16 16 8 7 8 8 12 14 14 14 14 17

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2
Interceptor M‐1 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 1 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 1 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Rockland 7 8 8 17 21 22 32 35 41 45 49 55 61 65 58 57 65 71 74 78 74 67 68 70 68
1A Lifesafer, Inc. 3 4 4 5 5 7 12 9 9 10 10 13 11 10 11 14 16 17 18 21 19 15 16 19 17
LifeSafer FC100 camera 0 0 0 1 1 3 6 5 5 4 4 8 8 9 9 12 14 14 13 15 13 10 12 15 14
LifeSafer FC100 no camera 3 4 4 4 4 4 6 4 4 6 6 5 3 1 2 2 2 3 5 6 6 5 4 4 3
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 2 2 2 8 10 10 13 16 19 22 23 26 31 34 26 26 28 30 30 30 29 27 24 20 19
Smart Start 2020 1 1 1 7 9 9 12 15 18 21 22 25 30 33 25 25 27 30 30 30 29 27 24 20 19
Smart Start 2030 0
Smart Start SS1‐1000 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 2 4 4 6 7 9 9 12 11 13 15 16 12 13 14 14 15 15 17 20 23 24
Intoxalock 1001A 0 0 0 1 2 2 4 5 4 4 3 3 3 3 3 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 1 2 2 2 2 5 5 9 8 10 12 13 12 13 14 14 15 15 17 20 23 24

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 2 1 1 1 1 0 0 1 2 3 3 4 5 5 5 5 8 9 11 11 10 7 7 7 7
Interceptor M‐1 2 1 1 1 1 0 0 1 2 3 3 4 5 5 5 5 8 9 11 11 10 7 7 7 7
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 1 2 2 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 1 1 1 1 1 1 2 2 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Saratoga 68 73 85 96 105 111 125 127 133 148 157 167 177 177 180 182 163 158 163 172 185 151 162 165 174
1A Lifesafer, Inc. 0 0 1 2 3 3 9 10 10 18 24 24 21 18 16 15 18 19 19 27 30 28 33 71 75
LifeSafer FC100 camera 0 0 1 2 3 3 9 10 10 18 24 24 21 18 16 15 18 19 19 27 30 28 33 71 75
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 3 10 11 12 14 14 14 12 14 18 19 27 29 30 30 9 9 12 15 17 19 20 21 22
Smart Start 2020 0 3 10 11 12 14 14 14 12 14 18 19 27 29 30 30 9 9 12 15 17 19 20 21 22
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 2 3 3 5 6 7 11 13 11 13 14 14 16 21 26 28 28 28 31 33 39 38 44
Intoxalock 1001A 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1
Intoxalock 1001A Advanced 0 0 2 3 3 5 6 7 10 12 10 12 13 13 15 20 25 27 27 27 30 32 38 37 43

Draeger Safety Diagnostics, Inc. 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0
Draeger XT 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 68 68 70 78 85 87 95 95 99 102 103 110 114 114 116 114 108 101 103 102 107 71 70 35 33
Interceptor M‐1 68 68 70 78 85 87 95 95 99 102 103 110 114 114 116 114 108 101 103 102 107 71 70 35 33
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 1 1 1 1 1 1 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 1 1 1 1 1 1 0 0 0 0 0 0

Schenectady 29 34 37 47 54 59 63 69 76 84 90 103 108 112 123 122 130 130 133 133 133 120 122 116 107
1A Lifesafer, Inc. 6 6 6 7 7 8 8 8 8 8 10 19 23 24 27 26 19 18 17 20 19 15 16 15 13
LifeSafer FC100 camera 0 0 0 1 1 2 2 2 2 8 10 19 23 24 25 24 17 16 17 20 19 15 16 15 13
LifeSafer FC100 no camera 6 6 6 6 6 6 6 6 6 0 0 0 0 0 2 2 2 2 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 3 5 6 6 9 10 11 12 10 10 10 12 12 31 29 29 25 23 23 25 26 26
Smart Start 2020 0 0 1 3 5 6 6 9 10 11 12 10 10 10 12 12 31 29 29 25 23 23 25 26 26
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 1 1 1 1 1 4 7 9 9 9 12 11 10 11 15 16 14 12 14 17 18
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 1 1 1 1 1 4 7 9 9 9 12 11 10 11 15 16 14 12 14 17 18

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 23 27 28 35 39 42 46 48 55 58 58 62 63 66 69 71 70 72 72 71 76 69 66 57 49
Interceptor M‐1 23 27 28 35 39 42 46 48 55 58 58 62 63 66 69 71 70 72 72 71 76 69 66 57 49
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 2 2 2 2 2 3 2 3 3 3 3 3 3 2 0 0 0 1 1 1 1 1 1
Best Labs FR9000 1 2 2 2 2 2 3 2 3 3 3 3 3 3 2 0 0 0 1 1 1 1 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Schoharie 1 2 3 4 6 6 7 7 7 9 11 12 12 12 12 14 27 26 25 29 25 21 17 18 19
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 2
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 2 2 2 2 2 2 2 2 2 1 1 0 0 0 11 9 7 7 5 5 2 3 2
Smart Start 2020 0 1 2 2 2 2 2 2 2 2 2 1 1 0 0 0 11 9 7 7 5 5 2 3 2
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 2 2 3 3 3 5 6 7 7 8 8 10 11 14 14 18 16 14 13 13 14
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 2 2 3 3 3 4 5 6 6 7 7 9 10 13 13 17 16 14 13 13 14

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 0 1 1 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 0 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 0 0 0 0
Interceptor M‐1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Schuyler 8 7 8 11 14 14 14 17 16 16 14 15 16 15 13 14 10 10 9 11 13 9 10 12 12
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 0 0 0 0 0 2 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 2 2
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 4 8 9 9 11 10 9 6 6 7 6 5 5 0 0 0 1 3 3 4 6 6
Smart Start 2020 0 0 1 4 8 9 9 11 10 9 6 6 7 6 5 5 0 0 0 1 3 3 4 6 6
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 1 2 2 3 4 4 4 3 4 5 6 5 6 6 6 6 4 4
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 1 2 2 2 3 4 4 3 4 5 6 5 6 6 6 6 4 4

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 8 7 7 7 6 5 5 5 4 4 4 4 4 4 4 4 4 4 4 4 4 0 0 0 0
Interceptor M‐1 8 7 7 7 6 5 5 5 4 4 4 4 4 4 4 4 4 4 4 4 4 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Seneca 0 0 5 7 10 12 16 22 21 22 23 22 18 14 17 17 22 21 21 24 26 27 31 33 36
1A Lifesafer, Inc. 0 0 1 1 1 1 1 1 1 2 5 4 5 4 6 7 7 10 10 14 15 18 20 21 22
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 2 2 2 2 3 4 3 3
LifeSafer FC100 no camera 0 0 1 1 1 1 1 1 1 2 5 4 5 4 6 6 6 8 8 12 13 15 16 18 19
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 4 6 8 10 14 20 17 17 15 14 9 4 4 4 6 5 5 5 6 6 7 8 7
Smart Start 2020 0 0 4 6 8 10 14 20 17 17 15 14 9 4 4 4 6 5 5 5 6 6 7 8 7
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 1 1 1 1 3 3 3 4 4 6 7 6 9 6 6 5 5 3 4 4 7
Intoxalock 1001A 0 0 0 0 1 1 1 1 3 3 3 4 4 5 6 5 8 6 6 5 5 3 4 4 7
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0 0 0

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

St. Lawrence 1 1 3 6 9 11 14 18 19 22 22 23 20 17 15 15 16 16 19 19 21 20 17 13 16
1A Lifesafer, Inc. 0 0 0 0 1 1 1 0 0 1 1 1 1 2 1 1 2 1 2 1 1 2 2 2 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 1 1 1 0 0 1 1 1 1 2 1 1 1 0 1 1 1 2 2 2 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 1 1 2 3 6 7 8 9 10 10 7 6 6 6 2 3 3 4 6 6 6 4 6
Smart Start 2020 0 0 1 1 2 3 6 7 8 9 10 10 7 6 6 6 2 3 3 4 6 6 6 4 6
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 4 5 6 7 10 10 11 10 11 11 9 8 8 9 9 11 11 11 10 8 7 9
Intoxalock 1001A 0 0 1 4 5 6 6 9 9 9 8 8 8 8 8 7 8 7 9 9 9 8 6 3 3
Intoxalock 1001A Advanced 0 0 0 0 0 0 1 1 1 2 2 3 3 1 0 1 1 2 2 2 2 2 2 4 6

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 2 2 2 3 3 2 1 0 0
Interceptor M‐1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 2 2 2 3 3 2 1 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 1 1 1 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 1 1 1 0 0 0 0 0 0
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Steuben 3 4 4 6 7 11 18 19 26 30 35 38 43 37 37 37 41 42 43 48 55 53 53 51 50
1A Lifesafer, Inc. 2 2 3 3 4 4 8 6 6 6 6 4 5 3 4 4 5 5 3 3 3 4 2 1 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1
LifeSafer FC100 no camera 2 2 3 3 4 4 8 6 6 6 6 4 5 3 4 4 5 5 3 2 2 3 1 0 1
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 0 0 0 1 1 1 1 2 5 5 4 4 5 6 7 9 9 7 6 5 5
Smart Start 2020 0 0 0 0 0 0 0 1 1 1 1 2 5 5 4 4 5 6 7 9 9 7 6 5 5
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 1 3 3 7 10 12 19 23 27 31 32 28 28 28 30 30 32 35 42 42 45 45 43
Intoxalock 1001A 0 1 1 3 3 7 10 12 19 23 27 28 29 25 26 26 28 28 30 32 39 39 42 42 40
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 3 3 3 2 2 2 2 2 3 3 3 3 3 3

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 1 1 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐1 1 1 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Suffolk 354 390 431 472 518 546 584 604 639 685 711 779 774 805 768 803 789 1009 1031 1044 1043 1000 996 1007 989
1A Lifesafer, Inc. 82 84 84 81 87 83 81 73 82 107 123 137 133 155 153 138 142 334 348 369 371 367 372 405 397
LifeSafer FC100 camera 0 0 3 4 11 13 16 16 30 56 76 92 94 116 122 109 122 317 328 345 348 349 356 386 375
LifeSafer FC100 no camera 82 84 81 77 76 70 65 57 52 51 47 45 39 39 31 29 20 17 20 24 23 18 16 19 22
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 167 187 214 239 263 276 308 334 324 319 298 290 270 247 228 221 190 178 160 137 119 107 98 84 79
Smart Start 2020 48 73 102 136 167 184 223 257 255 254 243 239 225 205 190 190 166 159 146 124 111 99 92 79 75
Smart Start 2030 0
Smart Start SS1‐1000 119 114 112 103 96 92 85 77 69 65 55 51 45 42 38 31 24 19 14 13 8 8 6 5 4

Consumer Safety Technology, Inc. 0 6 14 26 40 55 66 72 93 115 134 186 200 215 196 252 257 287 306 316 323 341 338 345 353
Intoxalock 1001A 0 3 8 14 21 28 31 33 40 40 37 39 42 40 11 9 6 17 14 15 15 15 12 12 10
Intoxalock 1001A Advanced 0 3 6 12 19 27 35 39 53 75 97 147 158 175 185 243 251 270 292 301 308 326 326 333 343

Draeger Safety Diagnostics, Inc. 52 52 54 59 59 59 53 45 49 45 37 40 38 43 39 33 27 25 23 22 21 0 0 0 0
Draeger XT 52 52 54 59 59 59 53 45 49 45 37 40 38 43 39 33 27 25 23 22 21 0 0 0 0

Interceptor Ignition Interlocks, Inc. 53 60 64 66 68 72 75 80 90 98 118 125 132 144 151 158 172 185 194 199 208 184 187 172 159
Interceptor M‐1 53 60 64 66 68 72 75 80 90 98 118 125 132 144 151 158 172 185 194 199 208 184 187 172 159
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 1 0 1 1 1 1 1 1 1 1 1 0 0 1 1 1 1 1 1
Best Labs FR9000 1 1 1 1 1 1 0 1 1 1 1 1 1 1 1 1 0 0 1 1 1 1 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Sullivan 1 5 6 12 19 26 28 29 31 46 39 39 40 37 40 50 49 54 60 60 56 50 47 40 41
1A Lifesafer, Inc. 0 0 0 0 3 5 5 5 5 21 19 19 17 16 15 18 14 14 15 16 13 13 11 9 8
LifeSafer FC100 camera 0 0 0 0 2 3 5 5 5 19 18 17 16 15 15 18 14 14 15 16 13 13 11 9 8
LifeSafer FC100 no camera 0 0 0 0 1 2 0 0 0 2 1 2 1 1 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 1 2 2 3 5 6 6 6 5 4 3 3 3 3 4 4 8 11 13 12 11 11 9 8 8
Smart Start 2020 1 2 2 3 5 6 6 6 5 4 3 3 3 3 4 4 8 11 13 12 11 11 9 8 8
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 3 4 8 10 14 16 17 20 20 16 16 18 16 19 26 26 28 31 31 31 25 26 22 24
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 2 2 2 2 2 1 1
Intoxalock 1001A Advanced 0 3 4 8 10 14 16 17 20 20 16 16 18 16 19 26 26 28 29 29 29 23 24 21 23

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 1 1 1 1 1 1 1 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 1 1 1 1 1 1 1 0 0 0 0 0 0

Tioga 8 12 14 18 20 22 26 31 28 26 26 32 37 37 37 39 38 40 39 43 39 41 39 37 35
1A Lifesafer, Inc. 3 3 3 3 2 2 2 2 0 0 0 0 1 1 0 2 2 4 4 5 5 5 6 5 4
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 1 1 0 2 2 4 4 4 4 4 5 5 4
LifeSafer FC100 no camera 3 3 3 3 2 2 2 2 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 2 4 6 7 8 8 9 8 8 6 6 7 8 9 9 9 10 8 8 8 8 8 10 10
Smart Start 2020 0 2 4 6 7 8 8 9 8 8 6 6 7 8 9 9 9 10 8 8 8 8 8 10 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 2 2 3 4 5 7 10 11 10 11 16 18 17 18 19 19 18 21 25 21 26 23 21 21
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 2 2 3 4 5 7 10 11 10 11 16 18 17 18 19 19 18 21 25 21 26 23 21 21

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 5 5 5 6 7 7 7 8 8 8 9 10 11 10 9 9 7 7 5 5 5 2 2 1 0
Interceptor M‐1 5 5 5 6 7 7 7 8 8 8 9 10 11 10 9 9 7 7 5 5 5 2 2 1 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 2 2 1 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 2 2 1 0 0 0 0 1 1 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0



AUG 
2010

SEP 
2010

OCT 
2010

NOV 
2010

DEC 
2010

JAN 
2011

FEB 
2011

MAR 
2011

APR 
2011

MAY 
2011

JUN 
2011

JUL 
2011

AUG 
2011

SEP 
2011

OCT 
2011

NOV 
2011

DEC 
2011

JAN 
2012

FEB 
2012

MAR 
2012

APR 
2012

MAY 
2012

JUN 
2012

JUL 
2012

AUG 
2012

IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Tompkins 26 28 27 38 42 50 54 49 51 57 61 57 52 57 58 62 60 60 67 73 72 80 85 90 92
1A Lifesafer, Inc. 26 26 23 26 25 25 23 18 18 19 19 14 13 13 13 16 15 15 20 21 20 20 22 23 23
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 2 3 2 2 2 2 4 3 4 5 4 4 5 5 5 6
LifeSafer FC100 no camera 26 26 23 26 25 25 23 18 18 17 16 12 11 11 11 12 12 11 15 17 16 15 17 18 17
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 2 2 7 9 15 21 21 23 27 30 27 23 27 28 28 26 26 27 31 30 33 34 35 32
Smart Start 2020 0 2 2 7 9 15 21 21 23 27 30 27 23 27 28 28 26 26 27 31 30 33 34 35 32
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 2 5 6 8 8 8 8 9 11 15 15 16 16 17 18 18 20 21 22 27 29 32 37
Intoxalock 1001A 0 0 2 5 6 8 8 8 8 8 11 12 12 13 13 13 14 13 15 15 16 20 24 26 30
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 1 0 3 3 3 3 4 4 5 5 6 6 7 5 6 7

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 2 2 2 2 2 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 2 2 2 2 2 2 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Ulster 3 5 12 15 24 33 42 46 43 78 85 98 103 103 101 106 105 97 105 115 129 130 130 136 131
1A Lifesafer, Inc. 2 3 8 11 16 21 27 26 20 55 57 63 65 69 64 68 62 58 66 72 76 83 76 81 73
LifeSafer FC100 camera 0 1 1 2 2 4 5 5 4 4 3 5 5 7 5 6 8 5 6 6 3 2 5 3 2
LifeSafer FC100 no camera 2 2 7 9 14 17 22 21 16 51 54 58 60 62 59 62 54 53 60 66 73 81 71 78 71
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 1 1 1 1 3 5 6 9 11 12 14 15 18 16 17 17 22 19 18 21 27 25 31 32 31
Smart Start 2020 0 0 0 0 2 4 5 8 10 11 14 15 18 16 17 17 22 19 18 21 27 25 31 32 31
Smart Start 2030 0
Smart Start SS1‐1000 1 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 1 4 6 7 9 8 8 11 17 17 14 17 18 17 16 17 17 20 18 20 20 24
Intoxalock 1001A 0 0 1 1 3 5 6 8 7 7 10 17 17 14 17 18 17 16 17 16 18 16 17 17 21
Intoxalock 1001A Advanced 0 0 0 0 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 1 2 2 3 3 3

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 2 2 1 1 2 2 3 2 2 2 2 3 2 2 2 2 2 2 2 1 1 1 1
Best Labs FR9000 1 2 2 1 1 2 2 3 2 2 2 2 3 2 2 2 2 2 2 2 1 1 1 1

Statewide Interlock Systmes, Inc. 0 0 0 0 0 1 1 1 2 2 2 1 1 1
Alcohol Detection Systems DM‐904 0 0 0 0 0 1 1 1 2 2 2 1 1 1
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Warren 6 7 9 13 14 16 18 20 24 24 27 36 37 37 37 39 40 37 39 40 37 33 33 33 32
1A Lifesafer, Inc. 0 0 0 1 1 1 2 1 1 2 2 6 6 7 7 7 4 2 3 2 2 3 4 4 3
LifeSafer FC100 camera 0 0 0 1 1 1 2 1 1 2 2 6 6 7 7 7 4 2 3 2 2 3 4 4 3
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 1 1 1 1 1 2 2 2 3 6 7 7 7 7 6 5 4 4 1 1 1 1 1
Smart Start 2020 0 1 1 1 1 1 1 2 2 2 3 6 7 7 7 7 6 5 4 4 1 1 1 1 1
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 1 2 2 2 3 5 8 8 9 10 10 10 10 12 14 13 15 17 15 16 16 17 17
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 1 2 2 2 3 5 8 7 8 9 9 10 10 12 14 13 15 17 15 16 16 17 17

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 6 6 7 9 10 12 12 12 13 12 13 14 14 13 13 13 16 17 17 17 19 13 12 11 11
Interceptor M‐1 6 6 7 9 10 12 12 12 13 12 13 14 14 13 13 13 16 17 17 17 19 13 12 11 11
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Washington 6 7 7 9 12 12 12 14 14 15 10 16 16 17 19 21 24 26 24 23 24 26 27 26 29
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 2 3 4 2 1 1 1 2 3 3 3 3 3 3 1 2
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 1 1 2 2 1 1 1 2 2 2 2 2 2 2 0 2
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 1 2 2 0 0 0 0 0 1 1 1 1 1 1 1 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 1 1 1 1 1 0 0 1 1 1 1 1 2 2 2 2 2 2 5 6 6
Smart Start 2020 0 0 0 0 1 1 1 1 1 0 0 1 1 1 1 1 2 2 2 2 2 2 5 6 6
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 2 2 4 3 3 3 6 6 7 9
Intoxalock 1001A 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 2 2 4 3 3 3 6 6 7 9

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 6 6 6 8 10 10 11 13 13 13 7 10 12 14 16 17 18 17 16 15 16 15 13 12 12
Interceptor M‐1 6 6 6 8 10 10 11 13 13 13 7 10 12 14 16 17 18 17 16 15 16 15 13 12 12
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0
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Wayne 3 7 11 17 20 25 33 41 45 52 57 63 66 69 62 58 61 64 68 70 72 72 74 72 72
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 1 1 1 2 2 2 2 2 1 2 2 2 2 2 2 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 1 1 1 2 2 2 2 2 1 2 2 2 2 2 2 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 3 7 9 11 14 19 23 26 25 29 29 28 21 21 23 21 20 19 15 12 12 9 9
Smart Start 2020 0 1 3 7 9 11 14 19 23 26 25 29 29 28 21 21 23 21 20 19 15 12 12 9 9
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 3 5 7 8 11 16 19 19 22 27 31 32 35 35 31 32 38 42 46 52 57 59 60 61
Intoxalock 1001A 0 1 1 1 1 1 1 1 1 1 1 2 2 2 1 1 1 1 1 1 1 2 2 2 2
Intoxalock 1001A Advanced 0 2 4 6 7 10 15 18 18 21 26 29 30 33 34 30 31 37 41 45 51 55 57 58 59

Draeger Safety Diagnostics, Inc. 2 2 2 2 2 2 2 2 2 2 2 0 1 1 1 1 1 1 1 1 1 1 1 1 1
Draeger XT 2 2 2 2 2 2 2 2 2 2 2 0 1 1 1 1 1 1 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐1 1 1 1 1 1 1 1 1 1 1 2 2 2 2 2 2 2 2 2 2 2 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 1 1 1 1 1 1 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 1 1 1 1 1 1 0 0 0 0 0 0

Westchester 187 205 233 245 269 295 340 370 391 414 444 459 461 462 480 490 500 537 505 494 487 482 483 508 527
1A Lifesafer, Inc. 96 97 104 101 109 120 133 130 140 149 156 162 164 170 172 176 173 179 179 177 174 181 181 188 182
LifeSafer FC100 camera 14 15 24 25 35 36 45 48 48 56 62 66 69 74 73 74 75 77 76 74 71 76 79 88 85
LifeSafer FC100 no camera 82 82 80 76 74 84 88 82 92 93 94 96 95 96 99 102 98 102 103 103 103 105 102 100 97
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 5 11 21 27 36 44 61 74 82 91 101 109 109 98 104 104 112 113 112 106 106 101 101 105 107
Smart Start 2020 4 9 19 25 34 42 60 73 82 91 101 109 109 98 104 104 112 113 112 106 106 101 101 105 107
Smart Start 2030 0
Smart Start SS1‐1000 1 2 2 2 2 2 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 2 5 5 6 8 9 12 12 10 13 13 13 12 20 23 27 30 30 30 34 32 37 43
Intoxalock 1001A 0 1 2 5 5 5 6 7 9 9 9 10 10 10 9 13 14 14 16 16 16 18 19 21 26
Intoxalock 1001A Advanced 0 0 0 0 0 1 2 2 3 3 1 3 3 3 3 7 9 13 14 14 14 16 13 16 17

Draeger Safety Diagnostics, Inc. 39 43 51 50 53 57 67 84 77 81 86 87 86 88 96 99 102 131 98 98 94 102 114 131 149
Draeger XT 39 43 51 50 53 57 67 84 77 81 86 87 86 88 96 99 102 131 98 98 94 102 114 131 149

Interceptor Ignition Interlocks, Inc. 47 53 55 62 65 68 70 72 76 77 80 80 81 81 83 80 77 75 74 71 70 50 46 37 36
Interceptor M‐1 47 53 55 62 65 68 70 72 76 77 80 80 81 81 83 80 77 75 74 71 70 50 46 37 36
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 1 0 1 1 4 4 11 8 8 11 12 10 12 11 11 11 12 13 8 9 9
Best Labs FR9000 0 0 0 1 0 1 1 4 4 11 8 8 11 12 10 12 11 11 11 12 13 8 9 9

Statewide Interlock Systmes, Inc. 0 0 1 1 1 1 1 1 1 1 1 1 1 1
Alcohol Detection Systems DM‐904 0 0 1 1 1 1 1 1 1 1 1 1 1 1
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IGNITION INTERLOCK DEVICES INSTALLED AT END OF MONTH

Wyoming 2 3 4 6 8 10 11 13 14 15 16 15 16 17 18 17 18 17 19 21 19 11 13 12 7
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 0 0 0 1 2 2 3 4 4 4 3 4 5 5 5 6 5 7 6 4 4 5 5 3
Smart Start 2020 0 0 0 0 1 2 2 3 4 4 4 3 4 5 5 5 6 5 7 6 4 4 5 5 3
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 0 0 1 1 2 2 2 2 3 4 4 4 4 4 3 3 2 2 3 3 2 3 3 2
Intoxalock 1001A 0 0 0 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1
Intoxalock 1001A Advanced 0 0 0 0 0 1 1 1 1 2 4 4 4 4 4 3 3 2 2 3 2 1 2 2 1

Draeger Safety Diagnostics, Inc. 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1
Draeger XT 0 0 0 0 0 0 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1 1

Interceptor Ignition Interlocks, Inc. 2 3 4 5 6 6 6 7 7 7 7 7 7 7 8 8 8 9 9 11 11 4 4 3 1
Interceptor M‐1 2 3 4 5 6 6 6 7 7 7 7 7 7 7 8 8 8 9 9 11 11 4 4 3 1
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Yates 1 9 11 12 13 14 16 12 12 10 10 11 12 15 18 17 20 24 21 22 18 20 21 17 20
1A Lifesafer, Inc. 0 0 0 0 0 0 0 0 0 0 0 2 2 3 3 3 3 3 2 2 1 1 1 1 1
LifeSafer FC100 camera 0 0 0 0 0 0 0 0 0 0 0 1 1 2 2 2 2 2 2 2 1 1 1 1 1
LifeSafer FC100 no camera 0 0 0 0 0 0 0 0 0 0 0 1 1 1 1 1 1 1 0 0 0 0 0 0 0
LifeSafer FC100 wireless 0

1A Smart Start, Inc. 0 1 2 1 1 1 3 3 2 3 1 3 4 6 8 8 12 14 13 13 11 11 12 8 10
Smart Start 2020 0 1 2 1 1 1 3 3 2 3 1 3 4 6 8 8 12 14 13 13 11 11 12 8 10
Smart Start 2030 0
Smart Start SS1‐1000 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Consumer Safety Technology, Inc. 0 1 1 1 1 2 3 3 4 4 6 6 6 6 7 6 5 7 6 7 6 8 8 8 9
Intoxalock 1001A 0 1 1 1 1 2 3 3 4 4 5 4 4 3 3 1 1 1 1 1 0 0 0 0 0
Intoxalock 1001A Advanced 0 0 0 0 0 0 0 0 0 0 1 2 2 3 4 5 4 6 5 6 6 8 8 8 9

Draeger Safety Diagnostics, Inc. 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Draeger XT 1 1 1 1 1 1 1 1 1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Interceptor Ignition Interlocks, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐1 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Interceptor M‐2 0 0

Sens_O‐Lock of America, L.L.C. 6 7 9 10 10 9 5 5 3 3 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Best Labs FR9000 6 7 9 10 10 9 5 5 3 3 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Statewide Interlock Systmes, Inc. 0 0 0 0 0 0 0 0 0 0 0 0 0 0
Alcohol Detection Systems DM‐904 0 0 0 0 0 0 0 0 0 0 0 0 0 0

Grand Total 2132 2374 2723 3137 3612 4017 4514 4843 5227 5708 5987 6306 6428 6561 6601 6777 6680 7066 7174 7332 7367 7012 7110 7188 7221
Totals reflect installations and de‐installations as of 08/31/2012


